The Validation of HPV Genotyping Tests (VALGENT) framework is an international cooperation designed to evaluate human papillomavirus (HPV) assays with genotyping capabilities. Here, we assessed the performance of the BD Onclarity assay using Danish SurePath cervical screening samples collected under the fourth VALGENT installment, consisting of 998 consecutive samples from a screening population and 297 enriched samples with abnormal cytology (100 with atypical squamous cells of undetermined significance [ASCUS], 100 with low-grade squamous intraepithelial lesions [LSIL], and 97 with high-grade squamous intraepithelial lesions [HSIL]). The Onclarity assay detects six HPV genotypes individually (genotypes 16, 18, 31, 45, 51, and 52) and eight genotypes in three bulks (genotypes 33 and 58; genotypes 56, 59, and 66; and genotypes 35, 39, and 68). The clinical performance of the Onclarity assay for the detection of cervical intraepithelial neoplasia of grade 2 or worse (ՆCIN2) and of two consecutive cytology outcomes negative for intraepithelial lesion or malignancy (2ϫNILM) was assessed relative to that of the GP5ϩ/6ϩ PCR-enzyme immunoassay (GP-EIA) by a noninferiority test. The relative sensitivity for ՆCIN2 was 1.00 (95% confidence interval [CI], 0.97 to 1.04), and the relative specificity for 2ϫNILM was 1.04 (95% CI, 1.02 to 1.06). The Onclarity assay was found to be noninferior to the GP-EIA in terms of both sensitivity (P ϭ 0.0006) and specificity (P Ͻ 0.0001). The type-specific performance of the Onclarity assay was also assessed, using the GP5ϩ/6ϩ PCR with Luminex genotyping (GP-LMNX) as the comparator. The Onclarity assay showed good concordance for almost all HPV genotype groups. A stability analysis of SurePath samples was also performed, where a Sure-Path aliquot was stored refrigerated for 7 months and the internal control of the Onclarity assay was used as a marker for cellularity. The threshold cycle (C T ) value was the same (24.8) in the first and second Onclarity runs, showing that a SurePath sample can be stored refrigerated for 7 months and still remain a valid test specimen.
available today, a surprisingly small number of HPV assays are clinically validated with the international criterion (2) (3) (4) . HPV assay development over the past decade has led to a host of PCR-based assays reporting high-risk HPV (hrHPV) findings with various degrees of data resolution. In this regard, HPV assays can be stratified into four categories: (i) consensus assays that report only positive or negative outcomes resulting from measurement of the presence of the 13 or 14 most common oncogenic HPV genotypes (genotypes 16, 18, 31, 33, 35, 39, 45, 51, 52, 56, 58, 59, 68 , and sometimes 66); (ii) consensus assays with limited genotype reporting, often for HPV16 and HPV18; (iii) HPV assays with extended genotyping, typically identifying HPV16 and -18 combined with more, but not all, of the oncogenic genotypes; and (iv) full genotyping assays with individual reporting of 14 oncogenic HPV genotypes. The Hybrid Capture 2 assay (HC2; Qiagen, Hilden, Germany) and GP5ϩ/6ϩ PCR-enzyme immunoassay (GP-EIA; DDL Diagnostic Laboratory, Rijswijk, The Netherlands) have been considered standard comparator assays, since both have demonstrated longitudinal evidence of protection against cervical precancer and cancer through randomized trials (5, 6) . The international validation criterion evaluates assay performance against one of these two standard comparator assays (1) for combined detection of 13 or 14 hrHPV genotypes but does not allow for more-advanced performance evaluation at the level of individual hrHPV genotypes detected by an assay. Given the development of technology in the field of HPV screening and diagnostics since 2009, this represents a limitation of the original international guidelines. As more HPV assays with various degrees of genotype detection capabilities become commercially available (1) , it is imperative that assay performance be assessed robustly with well-annotated cervical samples that are representative for a screening population.
The VALGENT (Validation of HPV Genotyping Tests) framework represents an international collaboration designed to evaluate the comparative performance of HPV assays with genotyping capacity for use in primary cervical cancer screening (7) (8) (9) (10) (11) (12) (13) . The VALGENT validation panels take into account different sample collection media and include samples from women attending routine screening as well as a disease-enriched group with cytologically defined abnormal samples (7, 8) . In order to allow comparison with other HPV assays, each VALGENT panel includes a comparator assay that is clinically validated for cervical screening. The detailed objectives and study design of the fourth installment of the VALGENT framework (VALGENT4) and previous VALGENT panels have been published elsewhere (7, 8) .
To date, four VALGENT panels have been collected from the Belgian (VALGENT1) (9) (10) (11) , Scottish (VALGENT2) (12) (13) (14) (15) , Slovenian (VALGENT3) (16) (17) (18) (19) (20) , and Danish (VAL-GENT4) (8) cervical cancer screening programs. VALGENT4 specifically comprises a panel of samples collected in SurePath medium; previously, the majority of clinically validated HPV assays for use in screening had been undertaken on samples collected with the ThinPrep system.
Here, we present the clinical validation of the BD Onclarity HPV assay (BD Diagnostics, Sparks, MD, USA) using Danish SurePath cervical screening samples from the fourth installment of the VALGENT framework. The Onclarity assay is an extended genotyping assay providing individual detection of six HPV genotypes (genotypes 16, 18, 31, 45, 51, and 52 ) and the identification of eight additional genotypes in three bulks (genotypes 33 and 58 [33/58], 56/59/66, and 35/39/68). The validation was performed using the international guidelines, with the GP-EIA as a comparator for clinical evaluation. In addition, the stability of stored SurePath cervical samples for HPV analysis was assessed over a 7-month period. mous cells of undetermined significance [ASCUS], 100 with low-grade squamous intraepithelial lesions [LSIL], and 97 with high-grade squamous intraepithelial lesions [HSIL]) (the enriched population). All samples were collected in SurePath medium. All cytology and histology procedures were performed at the parent laboratory as described previously (8) , all clinical follow-up was managed according to the Danish guidelines, and the outcome of the VALGENT4 HPV testing did not affect the clinical outcome assessment. Subsequent histological follow-up, if any, on women included in the VALGENT4 study was retrieved from the Danish PatoBank.
A flow chart of the procedure for sample collection and HPV testing is shown in Fig. 1 . Comparator assay testing. DNA was extracted from the VALGENT4 panel samples as described previously (8) and was shipped to the DDL Diagnostics Laboratory (Rijswijk, The Netherlands), where all GP5ϩ/6ϩ PCR testing was performed. The clinically validated hrHPV GP-EIA for pooled detection of 14 oncogenic types (genotypes 16, 18, 31, 33, 35, 39, 45, 51, 52, 56, 58, 59 , 66, and 68) was used as a comparator for the clinical performance of the Onclarity assay. For genotype concordance analysis, a Luminex-based readout was used (GP-LMNX) for individual genotyping of the 14 HPV types (14) . The mean time from sample reception to DNA extraction was 27 days (range, 11 to 71 days). GP-LMNX testing on biobanked DNA aliquots was completed 685 days after sample reception. GP-EIA testing was subsequently performed and completed on the GP5ϩ/6ϩ amplicons 1,008 days after sample reception. The samples were stored refrigerated.
The BD Onclarity HPV assay. The Onclarity HPV assay is a real-time PCR DNA assay, targeting the E6 and E7 DNA regions of the HPV genome, which detects 14 oncogenic HPV genotypes in nine genotype readouts (genotypes 16, 18, 31, 45, 51, 52, 33/58, 56/59/66, and 35/39/68). The assay harbors an internal human ␤-globin (HBB) control for sample adequacy and assay performance. A specimen was considered adequate when the HBB threshold cycle (C T ) value was Ͻ34.2 or any hrHPV could be identified. The full Onclarity assay workflow on the automated Viper Lt platform has been described in detail previously (21) . Briefly, 0.5 ml of original resuspended SurePath material was transferred to a BD tube containing 1.7 ml cervical brush diluent (CBD) medium. The samples were prewarmed at 120°C for 30 min prior to being transferred to the fully automated Viper Lt platform, where the samples were tested with the Onclarity HPV assay according to the manufacturer's recommendations. All Onclarity testing was performed at the parent laboratory. The mean time from sample reception at the laboratory to Onclarity testing was 28 days (range, 2 to 70 days). The samples were stored refrigerated prior to testing.
Stability of SurePath-collected cervical samples for analysis of HPV. In addition to the baseline Onclarity analysis, 0.5 ml of SurePath material from 1,212 samples was aliquoted into a separate Eppendorf tube and refrigerated (4°C) for 7 months until testing with the Onclarity assay on the Viper Lt platform. Eighty-five samples did not have enough material for the stability aliquot. The stability and cellularity of the VALGENT4 panel were assessed using values from each individual sample's internal control of the Onclarity assay as markers for cellularity and analytical stability over time. The Onclarity assay has a three-well design with nine genotype readouts, and the internal HBB control is included in each well.
Data analysis. A sample was considered Onclarity positive for one of the nine genotype groups if the C T value was below 34.2, according to the manufacturer's recommendations. For the GP-EIA and the GP-LMNX assay, a sample was reported positive if at least one of the 14 genotypes reported by the Onclarity assay was detected. The level of genotype agreement between the Onclarity and GP-LMNX assays was determined by using kappa statistics. In addition, if a sample was GP-LMNX positive for HPV33 and HPV58, the infection counted only once in the genotype 33/58 pool; the same was true for the HPV56/59/66 and HPV35/39/68 pools. For clinical validation, women with confirmed cervical intraepithelial neoplasia of grade 2 or worse (ՆCIN2), ՆCIN3, or cervical cancer within 33 months (range, 32 to 35 months) after sample collection were classified as having high-grade disease (the diseased population). Women with two consecutive NILM (negative for intraepithelial lesion or malignancy) cytology outcomes at enrollment and at 12 to 24 months prior were classified as having no evidence of disease (the 2ϫNILM control population). The accuracy of the Onclarity assay for the detection of ՆCIN2 and ՆCIN3 was assessed and compared to that of the GP-EIA, which was used as the comparator for clinical performance. The Onclarity assay was assessed statistically for noninferiority to the GP-EIA with a score test for matched proportions, using 0.90 and 0.98 as benchmarks for relative sensitivity and specificity, respectively (1, 22) .
The results of testing by the Onclarity assay, GP-EIA, and GP-LMNX assay were sent to the Unit of Cancer Epidemiology, Sciensano, Brussels, Belgium, for statistical analysis, which was performed using STATA, version 14 (StataCorp, College Station, TX, USA).
For stability analysis, the C T value of the HBB was calculated as an average of the three individual HBB C T values for the baseline test and was compared with that for the 7-month endpoint test.
Ethical approval. Sample collection and data retrieval for VALGENT4 are approved by the Danish Data Inspection Agency (J. no. AHH-2017-024; I-Suite 05356). An EU General Data Protection Regulation (GDPR)-compliant data handler agreement was established between the principal site, Copenhagen University Hospital, Copenhagen, Denmark, and Sciensano, Brussels, Belgium, for the data analysis. All samples collected were cross-referenced and found eligible with the Danish register relating to the collection, storage, and use of human biological material in health research projects (Vaevsanvendelsesregistret).
RESULTS
Demographic, pathological, and HPV characteristics of the VALGENT4 panel. When the entire VALGENT4 cohort (the screening and enriched populations together) was considered, the average age was 42.2 years (range, 30 to 59 years). The cytological stratification of the screening population was as follows: 947 were NILM, 6 had ASCUS, 21 had LSIL, and 24 had either HSIL, atypical glandular cells (AGC), atypical squamous cells for which HSIL could not be excluded (ASCH), or adenocarcinoma in situ (AIS) (average age, 42.8 years [range, 30 to 59 years]) ( Table 1 ). In the enriched population, the average age was 40.4 years (range, 30 to 59 years). Histological follow-up retrieval revealed 122 women with ՆCIN2; the majority of the ՆCIN2 cases were derived from the enriched population (n ϭ 109). A total of 897 women had two consecutive NILM cytology smears (2ϫNILM), which were used for the specificity calculations.
In the screening and enriched populations, the Onclarity assay showed hrHPV prevalences of 11.3% and 85.9%, respectively (28.4% in the total population) ( Table 1 ). In comparison, the GP-EIA showed prevalences of 14.3% and 85.2% in the screening and enriched populations, respectively (31.7% in the total population). The rate of HPV positivity in the screening population by the Onclarity assay was highest for women aged 30 to 39 years (16.4%) and lower in women aged 40 to 49 (7.6%) or 50 to 59 (9.2%) years ( Table 2 ). The prevalences of HPV genotypes 16, 52, 31, 18, 45 , and 51 in the screening population were 1.8%, 1.7%, 1.2%, 1.1%, 1.1%, and 0.8%, respectively (given in decreasing order) ( Table 2 ). The prevalences of the three bulk genotype groups were 2.3% for HPV56/59/66, 2.3% for HPV35/39/68, and 1.7% for HPV33/58 ( Table 2 ). The GP-LMNX assay had the highest prevalence for seven of nine HPV genotype groups in the normal cytology samples, whereas the Onclarity assay had the highest overall HPV prevalence in ASCUS, LSIL, and HSIL samples for most genotype groups (Table 3) .
Clinical performance of the Onclarity assay. Table 4 presents the crosstabulations of the results of the Onclarity assay and the comparator assay, the GP-EIA, for women with ՆCIN2, ՆCIN3, and 2ϫNILM. Table 5 shows the sensitivities of the Onclarity assay and the GP-EIA for ՆCIN2 and ՆCIN3 cases and the specificities of these assays for 2ϫNILM subjects, as well as the relative sensitivities and specificity of the Onclarity assay. The Onclarity assay reported 113 of the 122 ՆCIN2 cases to be hrHPV positive (sensitivity, 92.6% [95% confidence interval {CI}, 86.5 to 96.6%]); in comparison, the GP-EIA also detected hrHPV in 113 of 122 cases (sensitivity, 92.6% [CI, 86.5 to 96.6%]). The relative ՆCIN2 sensitivity of the Onclarity assay was 1.00 (CI, 0.97 to 1.04). The Onclarity assay detected 80 of 83 ՆCIN3 cases (sensitivity, 96.4% [CI, 89.9 to 99.2%]), and the GP-EIA detected 78 of 83 cases (sensitivity, 94.0% [CI, 86.5 to 98.0%]). The relative sensitivity of the Onclarity assay for ՆCIN3 was 1.03 (CI, 0.99 to 1.06). The Onclarity assay was found to be noninferior to the GP-EIA for ՆCIN2 (P ϭ 0.0006) and ՆCIN3 (P Ͻ 0.0001) sensitivity. A total of 897 2ϫNILM cases were found; the Onclarity assay called 831 of them negative (specificity, 92.6% [CI, 90.7 to 94.3%]), while the GP-EIA found 800 of 897 to be negative (specificity, 89.2% [CI, 87.0 to 91.1%]). The relative specificity of the Onclarity assay was 1.04 (CI, 1.02 to 1.06). The Onclarity assay was found to be noninferior to the GP-EIA for specificity (P Ͻ 0.0001).
HPV genotyping concordance between the Onclarity and GP-LMNX assays. The hrHPV agreement between the Onclarity and GP-LMNX assays was 93.6% (kappa, 0.85) for the total VALGENT4 population; for the screening population, the agreement was 93.1% (kappa, 0.71), and for the enriched population, it was 95.3% (kappa, 0.81) ( Table  6 ). The genotype concordance in the whole VALGENT population was good (kappa, 0.73 to 0.80) to excellent (kappa, Ͼ0.80), with kappa values ranging from 0.73 to 0.90. When genotype detection by the Onclarity and GP-LMNX assays was stratified by VALGENT4 subsets, the concordance was better for the enriched population, with a kappa range from 0.79 to 0.98, than for the screening population (kappa range, 0.56 to 0.86). The kappa values for almost all genotype groups were higher in the enriched population than in the screening population. Only for HPV18 was the concordance below 0.6, and this was limited to the screening population. Analytical stability of SurePath screening samples. Of the 1,295 samples, a total of 1,212 had sufficient material for stability testing. Aliquots for stability testing were 
DISCUSSION
In the present analysis, the clinical and type-specific performance of the Onclarity HPV assay was assessed. The Onclarity assay has the ability to detect six individual oncogenic HPV genotypes, whereas the remaining eight oncogenic HPV genotypes are detected in three groups. The Onclarity assay showed similar clinical sensitivity (relative sensitivity, 1.00 [CI, 0.97 to 1.04]) and slightly better specificity (relative specificity, 1.04 [CI, 1.02 to 1.06]) than the standard comparator assay, the GP-EIA, for the detection of ՆCIN2. The Onclarity assay was shown to be noninferior to the comparator assay, the GP-EIA, for both sensitivity (P ϭ 0.0006) and specificity (P Ͻ 0.0001). The hrHPV concordance between the Onclarity and GP-LMNX assays was high when assessed at the level of 14 oncogenic HPV genotypes combined, as well as for all 9 genotype groups ( Table  6 ). The concordance was higher when only the disease-enriched population rather than the screening population subset was considered, both for overall oncogenic HPV detection and at the individual genotype level ( Table 6 ). This finding is similar to those of previous studies looking at concordance between HPV assays, showing that HPV assays have better agreement in samples from women with disease than in screening samples (23, 24) .
Some of the discordance observed can be explained on the basis of the assay technologies. The Onclarity HPV assay is a DNA assay targeting the E6 and E7 genes and has an amplification target range from 79 to 137 bp, whereas the GP-EIA and the GP-LMNX assay target the L1 gene and have a target amplification of 150 bp. Furthermore, the Onclarity assay is a real-time PCR assay, whereas the GP-LMNX assay is a PCR-based assay with subsequent Luminex detection. Together, these assay specification differences can to some extent impact detection, especially in samples with a viral load close to the individual assay cutoff between positive and negative.
The Onclarity assay has been validated previously using the VALGENT2 panel, which consisted of ThinPrep screening samples from the Scottish cervical cancer screening program (7, 13) ; here, the GP-EIA was also used as a comparator (13) . In VALGENT2, the Onclarity assay was shown to be noninferior to the GP-EIA for sensitivity (P ϭ 0.001) but not for specificity (P ϭ 0.186). Cuschieri et al. (13) found that the Onclarity assay detected more infections than the GP-EIA but not significantly more ՆCIN2 cases. This was not observed in our study, where the Onclarity assay detected fewer HPV infections than the GP-EIA and an equal number of ՆCIN2 cases. Cuschieri et al. noted that the VALGENT2 panel included samples from women below the age of 30 years and speculated that the high HPV prevalence in the Scottish population (18%) could The Onclarity assay has also been validated using the international guidelines (1) with both ThinPrep (25)-and SurePath (21)-collected screening samples. In both studies, the Onclarity assay fulfilled the international guidelines for both specificity and sensitivity and included only samples from women who were 30 years old or older (21, 25) .
In this study, a more detailed analysis of individual genotype detection by the Onclarity and GP-LMNX assays showed good concordance for all genotype groups (Table 6 ) except HPV18, -45, and -51 in the screening population subset, where the GP-LMNX assay detected more infections than the Onclarity assay. For the enriched population subset, the concordance was higher for all genotypes, with the lowest concordance observed for HPV52, HPV56/66/68, and HPV35/39/68. Here, the Onclarity assay detected more HPV52 and HPV56/59/66 infections and fewer HPV35/39/68 infections than the GP-LMNX assay ( Table 6 ). In addition, the GP-LMNX assay detected more HPV16 and -18 infections in NILM cytology samples than the Onclarity assay ( Table 3 ).
The clinical importance of these observations is the demonstration of the ability of the Onclarity assay to precisely detect clinically relevant HPV infections at the individual genotype level. This information can be used with advanced screening algorithms where individual follow-up recommendations are issued for women with HPV16 and -18 found in screening samples or, as recently proposed by us (26) and shortly to be adopted in the Danish screening program, where individual screening recommendations are issued for samples positive for HPV16, -18, -31, -33, and -51, which pose an overall higher risk of ՆCIN2 than the remaining hrHPV genotypes (27, 28) .
In this study, we also evaluated the analytical stability of SurePath cervical screening samples for HPV testing and the reproducibility of sample adequacy for the Onclarity assay after storage. This information is relevant because cervical screening samples are typically collected at one site and shipped to a laboratory for analysis; the time frame between those events is defined by geography and logistic infrastructure. Moreover, the ability to reproduce a baseline test outcome is also relevant for quality procedures, where samples can be tested after a period of time, i.e., for quality control or audit purposes. The adequacy of the SurePath liquid-based cytology (LBC) test for molecular HPV analysis has been questioned in the past on the premise that the medium contains a low concentration of formaldehyde in addition to the alcohol fixative to ensure adequate preservation of the cells for cytology evaluation. The cause of concern is the formalin, which induces cross-links between DNA and protein (29) (30) (31) The strength of this study was that the samples were freshly collected cervical cancer screening samples from women 30 to 59 years old participating in the organized Danish national screening program. Onclarity HPV testing was done within weeks of sample collection (mean, 4 weeks; range, 2 to 70 days). A weakness discussed in the published protocol of VALGENT4 (8) is the sample preparation protocol and aliquoting procedure, which are off-label for the Onclarity assay, GP-EIA, and GP-LMNX assay. However, extensive quality assurance analysis showed that the resuspended samples contained sufficient material for testing, which is reinforced by the observation that few samples were found assay invalid. The number of invalid results by the GP-LMNX assay (rate, 0.54%) was not higher than those observed in the previous VALGENT panels, with invalid rates from 0.25% to 1.9% (13, 17, 18, 20) . The relatively short follow-up period (maximum, 3 years) in VALGENT4 is a limitation for interpretation of the long-term safety of a negative screening result. However, since the hrHPV GP-EIA originally was validated through randomized trials with follow-up currently reported at 14 years, the cross-sectional accuracy of this comparator test is well acknowledged for validation studies. The origin of the VALGENT4 panels allows for the retrieval of further follow-up data from the Danish PatoBank at a later point in time, to provide information on long-term safety.
In conclusion, the Onclarity assay has high sensitivity for the detection of ՆCIN2 and ՆCIN3 and high specificity to exclude ՆCIN2 in SurePath screening samples, and it has demonstrated noninferiority to the standard comparator test (GP-EIA) in this LBC medium. The extended genotyping design allows for detailed information on the presence of HPV types, including but not limited to HPV16 and -18; the precision of genotyping detection was found to be on a par with that of the GP-LMNX system. Furthermore, the Onclarity test can safely be repeated for quality control or assurance purposes even after prolonged storage of samples. The results from this study confirm that that the Onclarity test can be applied in primary cervical cancer screening using the SurePath collection medium.
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